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Introduction

The unequivocal proof of the identity of pharmaceutical raw materials based on a monograph or
traditional alternative methods is work-intense, time-intense and economically often no longer makes
sense. Near-infrared spectroscopy (NIR) provides a new means here. It enables relatively easy, fast
and nonetheless safe identity testing via the preparation and evaluation of spectra.

The analysis system Apo-Ident was developed specially for pharmacy use. Pharmacists have the
duty to check the identity of all raw materials for extemporaneous products in their pharmacies.
This normally takes place based on the monographs for the respective substances in the European
Pharmacopoeia. But also NIR spectroscopy is described in the European Pharmacopoeia as an
identification method which, as opposed to the methods incorporated in the respective monographs,
is approved for testing [1] (quotation translated)

with the prerequisite that the same results (“namely the determination of the identity” [2]),
(quotation translated) are achieved as with the described methods and instruments.

The Apo-Ident analysis system serves to identify raw materials for prescriptions in the defined man-
ner according to ApBetrO [Pharmacies Rules and Regulations| §§ 6 and 11 at pharmacies (NIR
spectroscopy as an alternative testing method). Apo-Ident consists of three components:

e An NIR spectrometer, which records the spectra of non-preprocessed raw materials in a mea-
suring glass in diffuse reflection or transflection.

e The QuickStep spectroscopy software controls the instrument and records the spectra and user
inputs via a pharmacy-specific software plug-in. It also generates the test protocol for docu-
mentation of the testing and storage of the printout to be signed in the pharmacy.

e The software module IdentModule incorporates reference databases. The spectra from the Quick-
Step software are presented to it for evaluation.

NIR spectroscopy is a very powerful analytical method. It is also able to establish the identity of
several chemical compounds and mixes in as far as an appropriate database (technically correct: a
chemometric model) was created. Identity testing with Apo-Ident is a very safe, very fast and easy
to operate analytical method for testing a large number of raw materials.

Context of this document

The suitability of the instrument, method and database is proven as follows:

e NIR spectroscopy as a method for identity testing: The Ph. Eur. [3] describes NIR spectroscopy
in Section 2.2.40 as an analytical method which is also suitable for the identification of raw
materials. Therefore, validation of the method as such is not necessary.

e Performance of the instrument: The Ph. Eur. [3] furthermore describes the apparatus and
the testing of its performance in Section 2.2.40. The document Erfillung von 2.2.40 Ph. Eur.
durch Apo-Ident [4] compares the implementation by Apo-Ident with this monograph in order
to prove that Apo-Ident meets the specifications of the Pharmacopoeia. Each individual instru-
ment delivered to a pharmacy is qualified in accordance with the tests described in “Control of
Instrument Performance”. In this test, the unit consisting of analysis instrument hardware and
the QuickStep spectroscopy software is assessed. The result is documented in a test protocol
which is kept at the pharmacy.

o Validation of the database is documented separately for each substance class. The report at hand
documents the substance class APIs & excipients, liquid/semi-solid (with analysis certificate).

The Arbeitsgemeinschaft der Pharmazierdte Deutschlands (APD) [Working Group of German Phar-
macy Inspectors| has clarified the following in its resolution dated October 16, 2013 ([5], quotation
translated):
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NIR is a testing method incorporated in the Pharmacopoeia. The testing quality depends
on the quality of the database stored. The APD views the use of NIR instruments in case
of ensured validation of the databases used in conjunction with it as one of several options
for identity testing.

The APD defined more precisely ([6], quotation translated) on October 1, 2014:

The use of near-infrared is a recognised testing method according to Ph. Eur. 8. For the
use of NIR instruments in pharmacies for testing the identity of raw materials, sufficient
and verifiable validation of the instrument used is required. The quality of the database
stored by the instrument manufacturer is decisive for quality. Batch-specific differences
with the same original substances must be taken into account if present.

So NIR is basically suitable. The validity of the reference database is proven with the existing
validation documentation.

Criteria for the inclusion of substances

This validation documentation describes the results of the validation of the reference database for
the substance class APIs & excipients, liquid/semi-solid (with analysis certificate). Validation doc-
umentation is created for each published version of the reference database for all substance classes
incorporated.

The reference database is incorporated in the software module IdentModule. During identifica-
tion testing with Apo-Ident, spectra which are used for evaluation purposes are presented to it by
the QuickStep software. In the same manner, the IdentModule is presented all validation spectra
successively during the validation runs for evaluation purposes. The IdentModule responds respec-
tively (without taking the initial assumption into account) with the identified substance or rejects
it as unknown. The correctness of this response is checked for each possible initial assumption and
counted.

The results are summarised for each substance and reproduced in this document. The core state-
ment of this validation report is that the following criteria must be fulfilled for each database entry,
so that Apo-Ident offers verification of identity by means of NIR for the relevant substance/substance

group:

e The database is exclusively generated from spectra which have been recorded by HiperScan GmbH
on traceable samples in pharmaceutical quality.

— The samples are procured via typical pharmacy sources (DAC III.2.: Bezugsquellennach-
weis fiir Rezepturbestandteile [reference source for prescription components| [7]).

— A valid manufacturer’s certificate exists (content, purity and identity of the batch).

— The identity was confirmed by a certified test laboratory or HiperScan GmbH.
e Each version of the reference database (every update) is validated in-full.

— Calibration spectra (Type A), other spectra recorded under the control of HiperScan GmbH
(Type B), and spectra from the field (Type C) are presented to the IdentModule for eval-
uation in three separately evaluated validation runs.

— Here, no single false positive result may arise.

— Here, the various substance classes are also tested for reciprocal rejection, where this is
objectively justified (see Summary section).

e In the validation with spectra recorded under the control of HiperScan GmbH, spectra of at
least one independent sample must be considered, i.e. spectra from a batch whose spectra have
not been used for the generation of the database. In addition, the set of Type A and Type B
spectra must originate from at least three different batches.

e Spectra of additional substances may be used for the generation of the database even though
they will not be offered for identification by this database. The purpose is the reliable distinction
from these substances.
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e Any positive result of Apo-Ident confirms the identity of the substance/substance group and
distinguishes it from all other substances of the database. In the case of substance groups, the
result is ambiguous: Distinction from all substances not belonging to the group is proven. The
substance is identified as a member of this group. However, within the substance group, it is
not possible to reliably classify which substance has been tested.

e The criteria for clear identifiability are a specificity of 100 % (true negative rate) and a minimum
distance in the distance matrix. See 2. d) under Model creation procedure and validation runs.

Validation concept

Chemometrics is a statistical technique for the extraction of relevant chemical information from
spectra. In mathematics, this method is described as multivariate data analysis. Chemometrics
proceeds here as follows:

1. Collection of spectra for the calibration sample. The results (identities) of the calibration sample
must be known. The calibration samples must be representative for the samples which are to
be evaluated later. Therefore, they must take the various possible (physical) compositions into
account. (Therefore, sourcing calibration samples for NIR from the specialist trade is superior
to the use of CRS reference substances.)

2. The first mathematical step is calibration. Here, the chemometric model is calculated from
the calibration sample spectra (reference spectra) and limits as well as some parameters are
stipulated. The chemometric model is used later to calculate the analysis result (prediction).

3. Collection of further spectra for the walidation sample which should be independent of the
calibration sample. The results (identities) of the wvalidation sample must also be known. The
textbook suggests a random sample with a normal scope of 25% to 50% of the calibration
sample [8].

4. The second technical data step is validation. Here, the chemometric model created is evaluated
based on the spectra of the validation samples. As validation parameters for the identification,
the Ph. Fur. Section 2.2.40 [3] specifies the specificity and robustness.

The validation step according to the textbook has the target of estimating the performance capability
of the model created based on a random sample. In order to achieve the best possible precision,
attention is paid to the calibration sample. In the field of pharmaceuticals, the safety of the method
has priority. In order to be able to wvalidate the model within the regulatory scope, the validation
step must include probative force. For this purpose, the validation sample must be representative
and complete in order to enable the testing of all cases.

A sufficient number of batches must be secured for validation because validation finally proves
whether the number of batches in calibration suffices.

Each substance is validated individually. The validation results are documented per substance
in this document. Moreover, the documents show how many and which batches have been used for
creating the model or model validation.

At least one certificate is taken in for each substance from an accredited test laboratory for
the independent testing of identity of the sample. The identification number of the corresponding
test certificate is listed in the report, enabling traceability of a substance tested according to the
monographs in the Pharmacopoeia.

Model creation procedure and validation runs

The safety of the chemometric models is guaranteed by several measures during model creation, of
which the validation step is the final one. Normally, the procedure is as follows. It is in particular valid
for the active pharmaceutical ingredients (APIs) solid A PI excipients, liquid/semi-solid API excipients
(with a test certificate) and narcotics - solid medicinal substances. If, for individual substance classes,
variations are required, they are depicted in the section Particularities of individual substance classes.
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1. Collecting the reference spectra (calibration sample)

)

f)

Procurement of the samples from the same sources from which pharmacies source their raw
material for compounding (Caelo, Fagron, Euro-OTC, ..., see also DAC III.2. Bezugsquellen-
nachweis fiir Rezepturbestandteile [Sources of supply for compounding] [7]).

Testing the suitability according to ApBetrO [Pharmacies Rules and Regulations| §§ 6, 11, that
is to say the availability of a valid manufacturer certificates via identity, purity and contents of
the batch.

Recording standard 40 spectra of the sample in different positions, as a standard on four instru-
ments. Here, handling and presentation of the samples as later in the pharmacy.

Visual checking for anomalies in the spectra. In case of indications of measurement errors,
measurement must be repeated. If a signature is missing in the spectrum, the substance may
be excluded from the start as not promising (the spectra are nonetheless entered in the database
validation as independent Type B spectra).

Testing identity. For each substance, a certificate of correct identity is obtained from an inde-
pendent GMP-certified test laboratory. If the identity of the sample can be provided using NIR
on an independently tested reference sample, in the respective following substance page of this
validation documentation the Mahalanobis distance to this reference sample is specified as well
as the Mahalanobis distance to the next non-identical substance. Such samples underline the
statistical spread of the original reference substance, but cannot add any new characteristics of
the substance.

HiperScan GmbH cooperates with some suppliers as follows: the raw materials supplier takes a
sufficiently large sample in his incoming goods area so that part of it can be used for recording
the NIR spectra. The remainder of the sample goes to analytics for market approval. The
manufacturer’s batch certificate emerges from these identity, contents and purity tests, which
consequently also prove the correct identity of the NIR reference sample. Therefore, the NIR
spectra are suitable for structuring the database (Type A) and can also optionally be used for
validation (Type B). The samples which this applies to are marked in the validation report with
a footnote.

If the identity of the new sample is proven, it is declared as a reference sample and the spectra
are approved for structuring the database.

2. Generating the chemometric models (calibration)

a)

Determination of the transformation matrix from the reference spectra using variance maximi-
sation [8, 9]. (All reference spectra are always included, even if only a few spectra are added
for an update.) All reference spectra receive the same data pre-treatment, which is also later
applied to all measurement spectra in the field (in the pharmacies).

Checking that the number of principal components used is still sufficient.

Calculating the limits for each substance from the spread of the reference spectra. The calcu-
lation regulation is identical for each substance in a substance class.

Checking the distances between the limits of the separable substances: The distance matrix
contains the Mahalanobis distances from each substance to each other. The values in a bidirec-
tional manner are different in each case because the spread of the initial substance is included.
If a distance is smaller than the minimal distance, the substances are not considered to be
reliably separable. The minimal distance is set at 9. The developer of the model may specify a
larger minimal distance (one value for the entire chemometric model), to increase the selectivity.

Verification of the model using the reference spectra. No false-positive results are permitted.

If one of the criteria is violated (d) Minimum distance between two substances undershot or (e)
One substance is identified as another, the database developers decide which of the following
options to apply:
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e They remove both substances from the database. (The spectra remain in the validation
and may also be included when generating the model. However, they are not offered for
testing.)

e They form a substance group of several substances which cannot be reliably separated.
The result is then ambiguous: The chemometric model determines that the sample is one
of the substances in the group and not another substance. However, it cannot determine
which of the group members it is. In order to determine the clear identity, the user must
carry out a suitable additional analysis.

e They create another chemometric model with a smaller scope, in which at least all sub-
stances of the non-separable substance group are included (second-stage model). Second-
stage models are only called up if the first stage has established that only one of the
substances included in the second-stage model can be involved. The second-stage models
are documented in the appendix Addition to the second-stage models.

If chemometric models that fulfil both criteria (distance matrix and no false positives), are
available for all substance classes, they are combined with the evaluation algorithms to form an
IdentModule and encoded. This unit can no longer be changed. Its overall function is checked
by the validation.

3. Set of validation spectra (validation samples)

The following is provided for validation:

a)

Type A: The reference spectra = calibration spectra from which the database was generated.
These also include spectra from substances which the chemometric model should not identify,
but were also recorded during generation in order to increase selectivity. (As a result, the model
“learns” to differentiate from other substances which are actually unknown to it.)

Type B: Spectra recorded under the control of HiperScan GmbH and not used for the generation
of the database. These also include reference spectra of other substance classes, and spectra that
are not used as reference spectra. Samples are considered to be independent, if they originate
from a batch, of which no spectra have been used for the generation of the database. (Up
to IdentModule 2018-01, samples were still considered independent if the sampling was done
independently, i.e. if they originate from another sales container.)

Type C: Spectra from the field, which have not been recorded under the control of Hiper-
Scan GmbH and have not been used for the generation of the database. The spectra include
not only substances of the substance class to be tested, but also substances from other classes.

All manufacturers’ batches from which spectra are used for the validation are listed by substance in
this document: for substances included in the substance class APIs & excipients, liquid/semi-solid
(with analysis certificate) in the respective validation reports; otherwise in attachments A, B and C.

Furthermore remains valid: validation spectra may only be removed if an error in the spectrum
can be proven. Here, the spectra are not deleted, but instead placed on a blacklist incorporating the
reason, date and initials in the commentary.

The section Particularities of individual substance classes treats the other substance classes from
which Type B and Type C spectra are cited for validation purposes.

4. Validation runs and approval

a)

b)

Validation spectra are transferred holistically to the IdentModule for evaluation in the same
way as the spectroscopy software QuickStep transfers measured spectra.

Following the provision of each spectrum, the IdentModule responds as to whether it has recog-
nised a substance and which substance was recognised.

The correctness of this response is checked for each possible initial assumption (each measurable
substance with the substance class) and counted according to true negative, false negative,
true positive and false positive. These figures are provided for each substance and additionally
in the section Summary, separated according to types A, B and C'.
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d) No false positive results whatsoever are permissible.

e) If the criterion is also met for all substance classes, the IdentModule is approved.

Particularities of individual substance classes

Basically, HiperScan GmbH procures and tests the manufacturer’s certificate for the batch, commis-
sions external testing of the identity of the sample or carries it out independently and stores the
certificates. As described, this process is established for the Pharmacopoeia substances, that is to say
for substance classes APIs & excipients, solid, APIs & excipients, liquid/semi-solid (with
analysis certificate) and Narcotic substances, liquid /semi-solid. Therefore, HiperScan GmbH
is able to furnish proof of the identity of the reference samples. In case of manufacturer-specific
substance classes and others, individual steps are organised differently in-part:

The substance class APIs & excipients, liquid/semi-solid (other) (often described as cos-
metics) incorporates substances for which no specification of the requirements of the pharmaceutical
quality is determined, neither in a Pharmacopoeia monograph, a DAC/NRF monograph nor via a
manufacturer’s specification. Consequently, neither the identity nor contents can be tested indepen-
dently. No certificates whatsoever exist for the reference samples. So here, merely the matching of
the sample with former samples of this product is established and confusion with the other substances
is ruled-out. (If the manufacturer of such a substance prepares a specification, determines testing
methods and provides manufacturer’s certificates in accordance with ApBetrO [Pharmacies Rules
and Regulations] §§ 6, 11, HiperScan GmbH can assign the substance to the substance class APIs &
excipients, liquid/semi-solid (with analysis certificate) again in the future).

Substance class HCK — nutritional supplements (Hepart) contains the HCK micro-nutrients
from the Swiss company Hepart AG. HiperScan GmbH receives the reference samples directly from
the manufacturer. For each reference sample, HiperScan GmbH also receives manufacturer’s certifi-
cates and keeps these. New checking of the identity of the reference sample is not carried out by
HiperScan GmbH. The identity of the reference samples is therefore documented by Hepart AG. The
spectra of all batches provided by Hepart AG are recorded by HiperScan GmbH and entered in the
database.

All the manufacturer’s batches are used for the generation and validation of the substance class
HCK. The expected variation is also represented in the generation and validation if there are less
than three batches.

Significance of testing with Apo-Ident

The analysis result is determined using sophisticated statistical methods according to state-of-the-art
science and technology. Chemical and pharmaceutical knowledge is applied for the selection of the
samples from which the calibration spectra and validation spectra are recorded. Otherwise it does
not influence the further steps of model creation.

Verbally, the statement of the analysis result can be expressed as follows. Here “the spectra match”
means that the criteria Mahalanobis distance, outlier analysis and correlation are met as shown in
Erfillung von 2.2.40 Ph. Eur. durch Apo-Ident [4]. “The spectra do not match”, on the other hand,
means that at least the criterion Mahalanobis distance is not met.

The positive analysis result “was identified as ...” is very meaningful because both the quantity
of substances to be taken into account and the number of underlying samples is very comprehensive.

1. The spectrum of the sample measured matches spectra of the defined substance.

2. The spectrum of the sample measured does not match any spectrum of any other substance in
this substance class. Therefore, all other substances can be clearly ruled-out.

3. As the spectra from other substance classes were used for validation, it is proven that no
spectrum of one of these other substances matches the defined substance. (All substance classes
with which a spectrum comparison is possible and makes sense are used for validation. This is
documented for each substance class in the section Summary.)

4. If the defined substance belongs to a substance group which in itself is not clearly separable with
Apo-Ident, matching with the spectra of one or several substances in this group is confirmed.
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Which of these substances it actually is cannot be determined clearly. All other substances are
excluded analogous to 2 and 3.

On the other hand, a negative analysis result “was not identified as ...” means:
1. The substance offered could not be recognised based on the spectrum of this sample.
2. The identity of this sample is not confirmed.

3. Testing must be repeated in accordance with the specifications of the Pharmacopoeia.

Conclusion

NIR spectroscopy is a testing method incorporated in the Pharmacopoeia. In case of successful
database validation, it is a possible method for identity testing [5]. Apo-Ident meets the criteria of
the European Pharmacopeia as a near-infrared spectrometer and proves the validity of the reference
database with the existing validation documentation. This means that Apo-Ident can be used as an
alternative testing method for testing raw materials at pharmacies.
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Explanation of terminology

The following section serves to explain or define specialist terminology which is required in order to
understand this document. If necessary, definitions for the analysis system Apo-Ident are defined
more precisely.

The term database is used in this document exactly as in the Ph. Eur. Section 2.2.40 (3] syn-
onymous with chemometric model. In order to differentiate the databases which are relatively in-
dependent of each other, HiperScan GmbH frequently also uses the term substance class (primarily
in the plural). On the other hand, the spectra used to structure the database are termed spectrum
collection and not database.

Substance classes are units of the organisational structure of the IdentModule. The substance
classes are substance databases which are also broadly independently subscribable. On the one hand,
the liquid and semi-solid substances are separated from the solid powders because they are measured
against different references and therefore the spectra cannot be compared. On the other hand, for
example the Pharmacopoeia substances are kept separated from the manufacturer-specific database
HCK micro-nutrients from the Swiss company Hepart AG.

The individual substance classes need only be limited against each other in-part. Often, no risk
of confusion exists because they can only be procured from different sources. On the other hand, in
several cases we handle substances which need not be distinguished. For example, Angelica root oil of
the substance class APIs & excipients, liquid/semi-solid (with analysis certificate neither needs to be
delimited from Angelica root oil of the substance class APIs & excipients, liquid/semi-solid (other)
nor is matching required. Respectively one single chemometric model is behind a substance class.
(Even if several reciprocally secured chemometric models would be permissible.) The terms substance
class, chemometric model and databases are mostly used here as synonyms.

A substance group respectively summarises all the substances within a substance class which
cannot safely be distinguished from one another based on their NIR spectra. However, all the other
substances in the database can be excluded.

The formation of subgroups is mentioned in the Ph. Fur. Section 2.2.40 [3]. In this manner,
technical restrictions in case of extensive databases can be avoided and it is possible to prepare
individual subgroups with different spectrum pre-treatment. Validation of the subgroups against
each other is required. HiperScan GmbH has solved these technical restrictions and doesn’t use any
subgroups within a substance class any longer.

Principal component analysis (PCA) [8, 9] is a multivariate statistics process or multivariate
data analysis. It serves to structure, simplify and illustrate comprehensive data records by describing
a large number of statistical variables by describing a lower number of linear combinations (the
principal components) which are as significant as possible. In the Apo-Ident IdentModule, PCA is
used to evaluate the recorded spectrum data (corresponding with Ph. Eur. 2.2.40 [3]).

The term validation is defined in both relevant contexts here with different (even if related)
meanings.

Within the sense of the expert discipline of chemometrics, validation is a process step when cre-
ating a chemometric model: after a transformation matrix, limits and various parameters have been
calculated or determined from a set of reference spectra during the course of the calibration step
[8, 9], the validation step determines the performance capability of the model (selectivity, precision,
...) based on the validation spectra. Normally, random sampling is planned here. In order for the
validation to gain strength of proof, the validation spectrum set must be selected with an appropri-
ately wide scope (representative and complete). The terms validation run and validation step always
actually mean the process step in this sense.

In the regulatory sense (of pharmaceutical production), validation is the documented proof that
a process or system meets the previously specified requirements reproducibly when applied practi-
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cally. In this sense, the Apo-Ident databases only become validated databases with the validation
documentation, which this document is part of.

The European Pharmacopeia uses the term validation in Section 2.2.40 within the sense of the
specialist discipline of chemometrics [3].

The robustness of a process is the property of only being influenced by environmental fluctuations
(e.g. temperature or humidity) a little. A method is robust if the environmental conditions do not or
hardly falsify the final result.

The specificity of a classification (of a chemometric model) is the true negative rate.

The recognition rate (also sensitivity) is the true positive rate. It defines in how many percent
of cases a correctly set up substance is actually confirmed.

The true negative rate describes the share of spectra correctly classified as non-identity during
validation. This is equivalent to correct classification. It means that a substance A within identity
checking as substance B is judged as “not identified”. The true negative rate is equivalent to the
conditional frequency

Tn
Ty + fp

with 7, as the total number of true negative classifications and f, as the total number of false positive
classifications. For successful validation of an IdentModule, all spectra presented belonging to this
category must be classified as not in accordance.

In order to ensure that each substance is entered with the same weight irrespective of the number
of spectra available, each spectrum is weighted with the reciprocal value of this number. The weight
of each spectrum of a substance/substance group ¢ therefore results as

h(rejected|genuinely no identity) =

1
W; = —
Uz

with n; number of spectra in this substance/substance group. This weighting ensures that the over-

all result cannot be enhanced by adding especially large numbers of spectra from easily separable
substances.

The true positive rate describes the share of spectra correctly classified as identity during valida-
tion. This is equivalent to correct classification. It means that a substance A within identity checking
as substance A is judged as “identified”. The true positive rate is equivalent to the conditional fre-
quency

"p

h(identified|genuine identity) = 7
Tp+ fn

with 7, as the total number of true positive classifications and f,, as the total number of false negative
classifications. The true positive rate is a measure for the recognition rate of the validated Apo-Ident
IdentModule.

In order to ensure that each substance is received with the same weight, the spectra are weighted as
described for the true negative rate.

The true negative result describes a spectrum correctly classified as non-identity during valida-
tion. It is equivalent to correct classification. It means that a substance A within identity checking
as substance B is judged as “not identified”.

The false positive result describes a spectrum falsely classified as non-identity during validation.
This is the most critical type of possible false classification. It means that a substance A within
identity checking as substance B is judged as “identified”. For successful validation of an IdentModule,
a number of false positive events of zero are demanded for all spectra entering the validation.
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The true positive result describes a spectrum correctly classified as identity during validation.
It is equivalent to correct classification. It means that a substance A within identity checking as
substance A is judged as “identified”.

The false negative result describes a spectrum falsely classified as non-identity during validation.
It is equivalent to false classification. It means that a substance A within identity checking as
substance A is judged as “not identified”.

The ’Rule of Three’ says that with a probability of 95 % the next random sample of the same size
no more than three false results are to be expected if no false result existed in the existing random
sample [10, 11].

The specificity and recognition rate are determined both globally and from the validation runs for
all substances. The information is supplemented with the hypothetical value if there had been three
false results more. The percent information is provided in parentheses with the “greater than” symbol
> e.g. specificity 100.000 % (>99.983 %) if 17567 false spectra have been presented without one
single false positive result. The larger the statistical basis, the lower the influence of the hypothetical
false results.

The Mahalanobis distance is a distance measure between two points in n-dimensional vector
space. Here, the respective direction component of the distance to standard deviation [12] of an
n-dimensional distribution is standardised. In case of the principal component analysis [8, 9] this
standardisation relates to the distribution of the respective calibration data set for a classification
(substance/substance group) in the principal component space [8]. The Mahalanobis distance of a
point (mapping of a spectrum) ¢ in the n-dimensional principal component space to the expected
value of an n-dimensional distribution X then results as

AX,5) = /X -§TS X -5) with XeR™" jeR"

[13]. Here, m is equivalent to the number of principal components used (dimension of the principal
component space) and n the number of measurements existing in the calibration data set (spectra).
X is the expected value of the resulting distribution for the calibration data set (the average value of
n measurements received). S~ is the inverse covariance matrix [12] for distribution X.

(@) (b)

A »
> 1 g

Figure 1: (a) The Mahalanobis distance from A to Bis less than from A to C. However, the Euclidean
distances are identical. (b) The Mahalanobis distance between the two measurement series S/ and
S5 is smaller than between S7 and S2. However, the Euclidean distances are identical.

The Mahalanobis distance offers advantages compared to the Fuclidean distance: For the calculation
of the distance it takes the statistical properties of a data point distribution (measurement series), i.e.
average value, variance and covariance of the data points [14] into account. The Mahalanobis distance
is applied while creating the reference database for evaluating the spectra from different samples of
a substance.
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A chemometric model is a classifier based on statistical methods [8, 9]. Through the respec-
tive algorithm used (e.g. Principal Component Analysis, Cluster Analysis), a maximum of chemical
information is extracted from measurement data. Here, systematical or physical disturbances are
eliminated using appropriate data pre-processing [15, 16].

At several places in this document, in order to simplify understanding, the term database is used
instead of chemometric model — in the same manner as in the Ph. Eur. Section 2.2.40 [3].

A sample (with its own sample ID) refers to substance in a sales container. Repeated sampling from
the same sales container is listed under the same sample ID. (The suffix “SI” is not part of the sample
ID.) Several samples may originate from the same batch. Samples are called “independent”; if they
originate from a batch, of which no spectra have been used for the generation of the database. (Up
to IdentModule 2018-01, samples from different sales packages were considered to be independent.)
The information above the list of validation spectra now includes also the number of batches that
deliver independent samples for the validation (for both Type B and Type C).

In case a supplier takes a sample for testing from its incoming goods and splits it to multiple
laboratory containers, the substance in all laboratory containers will still be ascribed to the same
sample. HiperScan GmbH only uses one of the subsamples.

Reference samples are used to structure the database. The reference spectra originate from these
samples. In chemometric technical jargon you would normally say: For calibration, a chemometric
model is generated from the calibration spectra recorded from the calibration samples, whose quality
is subsequently assessed in validation.

Reference samples are procured via typical pharmacy sources. Their identity is tested. The refer-
ence spectra are recorded by HiperScan GmbH. The documentation also includes the manufacturer’s
name and batch number.

Reference samples are clearly identified by a sample ID. Samples without sample ID may not be
used as reference samples.
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Summary

A total of 562209 spectra from 65824 different batches for a total of 424 substances were used to
validate the substance class APIs & excipients, liquid/semi-solid (with analysis certificate).

Validation samples

The validation samples can be categorised as follows:

Type A Calibration spectra. These are the spectra used to generate the chemometric model.
They were recorded by HiperScan GmbH. Detailed information regarding the batches or samples can
be found in the following validation reports under calibration samples and under Type A. Further
information is listed in Appendix A.

Substance class Substances Batches Spectra
APIs & excipients, liquid/semi-solid (with analysis certificate) 222 1485 71772

From category A a total of 71 772 spectra from 1485 batches for a total of 222 substances were taken
into account for validation.

Type B Spectra from independent samples which are not included in database generation. These
spectra were recorded by HiperScan GmbH. Detailed information regarding the batches or samples
can be found in the following validation reports in the section Type B or in Appendiz B.

Substance class Substances Batches Spectra
APIs & excipients, liquid/semi-solid (with analysis certificate) 349 3823 137408

From category B a total of 137408 spectra from 3823 batches for a total of 349 substances were
taken into account for validation.

Type C Spectra from independent samples which are not included in database generation. Apo-
Ident customers carried out the measurements. Detailed information regarding the batches or samples
can be found in the following validation reports in the section Type C or in Appendiz C.

Substance class Substances Batches Spectra
APIs & excipients, liquid/semi-solid (with analysis certificate) 342 61457 353029

From category C a total of 353029 spectra from 61457 batches for a total of 342 substances were
taken into account for validation.

Validation results

The validation runs checked whether all substances/substance groups in the substance class APIs
& excipients, liquid/semi-solid (with analysis certificate) can clearly be distinguished from all other
substances using NIR spectroscopy with Apo-Ident. For this purpose, the matching of all relevant
spectra of various substances with the substances/substance groups in the substance class APIs &
excipients, liquid/semi-solid (with analysis certificate) was checked and the correctness of the results
was evaluated. The following table breaks down the numbers of correct and incorrect results according
to the expected result (positive/negative) and the validation spectrum type (A/B/C).
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False positive True positive False negative True negative
Type A 0 71632 20 9689 340
Type B 0 127858 125 18556 458
Type C 0 332457 3513 47661 964

All substances/substance groups in the substance class APIs & excipients, liquid/semi-solid (with
analysis certificate) can be clearly distinguished from all other substances using NIR spectroscopy with
Apo-Ident. In order to make these figures comparable, the weighted true negative rate (specificity)
and the weighted true positive rate (recognition rate) are determined:

Specificity Recognition rate
Type A 100.00000 % (> 99.999 87 %) 99.97524 % (> 99.967 20 %)
Type B 100.00000 % (> 99.999 78 %) 99.65425 % (> 99.638 84 %)
Type C 100.00000 % (> 99.997 61 %) 98.708 18 % (> 98.59889 %)

In order to ensure that each substance is entered with the same weight irrespective of the number
of spectra available, each spectrum is weighted with the reciprocal value of its number. (If several
new spectra of a substance with a very distinctive spectrum are added, the values for specificity and
recognition rate are safer, but are by no means idealised.)

In order to illustrate the impact of the number of spectra, a comparison is made in parentheses
as to how the specificity or recognition rate would worsen if three additional incorrect results were to
exist amongst the spectra (Rule of Three [10, 11]). The larger the number of spectra, the lower the
deterioration if the three hypothetical incorrect results were added.

Where the number of spectra does not exceed 20, no recognition rate is provided.
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VALIDATION REPORT
IdentModule 2.7-2024-03
Validated substance/substance group (s)-Lactic acid
Substance class APIs & excipients, liquid/semi-solid (with analysis certificate)
Report date 30/09/2024
Report number 30021-2024-09-30
Executing company HiperScan GmbH

Weilseritzstralie 3
01067 Dresden
Germany

Relevant substance names

(s)-Lactic acid; Acidum (s)-lacticum

Special notes

When selecting the (‘s )-Lactic acid substance/substance group, the following information is displayed
to the user:

no information

Applicable documents

978-3-7692-8026-5 Furopean Pharmacopoeia 11th Edition, Basic Version 2022 |3]
Komm2.2.40 Erfilllung von Ph. Eur. 2.2.40 durch Apo-Ident [4]
AA004 Erstellung und Validierung eines IdentModul-Updates

Validation method
Validation is performed after every change to the chemometric model (also “database”) in three steps:

1. The chemometric model is calculated from the calibration spectra using a PCA algorithm. The
calibration spectra originate from the calibration samples of all substances in this class.

2. In the chemometric model generated, the distances between all separable substances are checked
for compliance with the specified safety distances.

3. All spectra are presented to the generated chemometric model for evaluation. In three runs,
the reference spectra (Type A), spectra from independent samples (Type B), and spectra from
the field (Type C) are presented successively. Here, no single false positive result is permitted.

Finally, a report is generated from the validation run results and is archived together with the
parameters of the model generation in audit-compliant manner.
Number of independent samples (batches) in calibration and validation

A sample is considered independent if no sample from the same batch has been included in the
calibration of the chemometric model.

Substance/substance group Type A Type B Type C
(s)-Lactic acid 5 3 205
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Second-stage model

For differentiation of the substance/substance group ('s)-Lactic acid the following second-stage model
is used:

no second-stage model

Nearest chemometric neighbors (distance to the nearest foreign sample)

The following table lists the nearest chemometric neighbors of the substance/substance group (s)-
Lactic acid in the substance class APIs € excipients, liquid/semi-solid (with analysis certificate). For
Mahalanobis distances M that do not meet the criterion M > 9, the differentiation is questioned.
However, it is often possible that substances that the main model could not reliably separate from
each other can be differentiated in a second-stage model.

A necessary condition for the output of a clear result is therefore: All substances in the second-stage
model must have a distance M > 9 from each other. All remaining substances must reach M > 9 in
the main model.

Where this is not achieved, an ambiguous result is shown as result which includes at least the two
substances that are too close to each other as possible identities (substance group). Alternatively
these substances can be excluded from the list of substances identifiable with Apo-Ident.

Substance Distance in Distance in
main model second-stage model
Pine tar 114.78 —

The list stops after the first substance with a Mahalanobis distance greater than 50. If the sub-
stance/substance group ('s)-Lactic acid is separated from critical neighbours in a second-stage model,
all the remaining substances in the second-stage model follow.

Calibration samples

Only spectra which have been recorded by HiperScan GmbH from traceable samples are used for
the generation of the chemometric models. The following samples have been obtained from the
substance/substance group ('s)-Lactic acid:

Supplier Substance Batch Sample ID Spectra Certificate

Caelo (s)-Lactic acid 12142108 30734 39 AR-14-FG-012230-01
Caelo (s)-Lactic acid 13317311 31436 60 20131011

Caelo (s)-Lactic acid 16144212 33271 40 20160527

Caelo (s)-Lactic acid 190447 34456 40 20190416"

Caelo (s)-Lactic acid 190447 34739 40 20190416"

Caelo (s)-Lactic acid 21001697 35826 50 20210908*

Validation samples

A total of 562209 spectra were provided for validation. The results were evaluated separately ac-
cording to the following sample categories:

Type A All calibration spectra.

*The spectra were taken from a part of the same sample which the supplier used for its analysis (identity, purity,
content). In this case the manufacturer certificates proof the identity and quality of the sample from those the spectra
descend.
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- 269 spectra of 6 reference samples from the substance/substance group ('s)-Lactic acid. These
samples are listed above in the calibration samples section. The reference samples come from 5
different batches.

- 71503 spectra from a total of 1480 batches from further 221 substances. These spectra were
recorded by HiperScan GmbH. Type A samples are documented within this entire report. If the
substance can be identified with this chemometric model, the samples are listed in the Type A
section of each substance page. If the substance cannot be identified by this model, the samples
are listed in Appendixz A. The samples in Appendixz A were added for model generation not with
the intention to have the model identify these substances, but with the intention to make the
model reject them despite their similarity to substances identifiable.

Type B Spectra from independent samples not included in the database structure. Measurement
is carried out by HiperScan GmbH.

Samples from batches of which no spectra have been included in the database structure are
considered as independent samples. The number of batches from which independent samples supplied
Type B spectra for validation is shown below, representing the number of independent Type B samples.
Samples, of which some of the spectra have been included in the database structure and other spectra
in the validation, are marked with a T. The following applies to the remaining unmarked samples:
In the same batch, there was at least one additional sample (other sales container, other sample ID)

from which reference spectra (Type A) were included in the database structure.

- 120 spectra of 3 reference samples from the substance/substance group ('s)-Lactic acid.

- Among them are spectra of independent samples from 3 batches from which no spectra have
been included in the database structure. They are sorted upwards in the following table and
separated from the additional samples by a line.

Supplier Substance Batch Sample ID Spectra
Caelo (s)-Lactic acid 90646219 30021 40
Caelo (s)-Lactic acid 172176 33694 40
Caelo (s)-Lactic acid 20000605 35019 40

- 137288 spectra from a total of 3815 batches from further 348 substances. These spectra were
recorded by HiperScan GmbH. Type B samples are documented within this entire report. If the
substance can be identified with this chemometric model, the samples are listed in the Type B
section of each substance page. If the substance cannot be identified by this model, the samples
are listed in Appendiz B.

Type C Spectra of independent samples not included in the database structure. Apo-Ident cus-

tomers carry out the measurements.

provided by the customer regarding manufacturer and batch number.

HiperScan GmbH generally does not verify the information

- 2050 spectra from 1036 Apo-Ident customers from 211 batches from the substance/substance
group ('s)-Lactic acid.

- Among them are spectra of independent samples from 205 batches from which no spectra have
been included in the database structure. These are sorted upwards in the following table.

Supplier Substance Batch Spectra
(s)-Lactic acid 21001697007 1
(s)-Lactic acid 21001697014 1
(s)-Lactic acid 21001697016 6
(s)-Lactic acid 21001697018 9
(s)-Lactic acid 23000997003 3
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continued from previous page
Supplier Substance Batch Spectra
s)-Lactic acid 23000997005

s)-Lactic acid 71449138
A.H.D. s)-Lactic acid 15150402
AHD, 25.11.13 s)-Lactic acid 1302011
AHD s)-Lactic acid 18034005
AHD s)-Lactic acid 190447005
AHD s)-Lactic acid 23000997003

AHD; 20.7.15; 5.84EUR
Alliance Healthcare
Alliance Healthcare
Alliance Healthcare
Alliance Healthcare

Lactic acid 15150402
Lactic acid 14112107
Lactic acid 17217601
Lactic acid 19044701
Lactic acid 21001697014

S
S
S
S
S

(s)- 2

(s)- 2

(s)- 1

(s)- 1

(s)- 1

(s)- 3

(s)- 2

(9)- i

(s)- 1

(5)- |

(9)- |

(s)- 1
Alliance (s)-Lactic acid 190447004 1
Anzag (s)-Lactic acid 16144210 1
Audor Pharma (s)-Lactic acid APOP-DNL/11/17/001D 2
Bombastus (s)-Lactic acid 10323202 1
Bombastus (s)-Lactic acid 12142108 2
Caeleo/ Krieger (s)-Lactic acid 19044701 1
Caelo (s)-Lactic acid 2
Caelo (s)-Lactic acid 10/AKD1 1
Caelo (s)-Lactic acid 1001697007 1
Caelo (s)-Lactic acid 10323202 1
Caelo (s)-Lactic acid 1062014C 1
Caelo (s)-Lactic acid 109447002 1
Caelo (s)-Lactic acid 11111644 1
Caelo (s)-Lactic acid 11179201 3
Caelo (s)-Lactic acid 11179207 2
Caelo (s)-Lactic acid 11179209 1
Caelo (s)-Lactic acid 11179214 1
Caelo (s)-Lactic acid 11179217 6
Caelo (s)-Lactic acid 117I-01034 1
Caelo (s)-Lactic acid 12142101 10
Caelo (s)-Lactic acid 12142102 7
Caelo (s)-Lactic acid 12142104 2
Caelo (s)-Lactic acid 12142108 5
Caelo (s)-Lactic acid 12142109 2
Caelo (s)-Lactic acid 12142112 11
Caelo (s)-Lactic acid 12142162 1
Caelo (s)-Lactic acid 128711-658 1
Caelo (s)-Lactic acid 13020201 21
Caelo (s)-Lactic acid 13020203 7
Caelo (s)-Lactic acid 13020208 7
Caelo (s)-Lactic acid 1302021 1
Caelo (s)-Lactic acid 13020211 19
Caelo (s)-Lactic acid 13020212 1
Caelo (s)-Lactic acid 13020213 1
Caelo (s)-Lactic acid 13020808 1
Caelo (s)-Lactic acid 13030201 1
Caelo (s)-Lactic acid 130360 1
Caelo (s)-Lactic acid 1309211034 1
Caelo (s)-Lactic acid 133117308 1
Caelo (s)-Lactic acid 133173 1
Caelo (s)-Lactic acid 13317301 35
Caelo (s)-Lactic acid 13317303 5
Caelo (s)-Lactic acid 13317304 2
Caelo (s)-Lactic acid 13317307 12
Caelo (s)-Lactic acid 13317308 9
Caelo (s)-Lactic acid 133173082x 1
Caelo (s)-Lactic acid 13317309 2
Caelo (s)-Lactic acid 13317311 19

continued on the next page

Page 24 of 2722 ®© HiperScan GmbH, ValidationTool 2.7.0 and ReportingTool 2.7.0, Report 5§7-2.7-2024-03



@

¥

N7 hiperscan

continued from previous page

Supplier Substance Batch Spectra
